Quality of Cardiopulmonary Resuscitation During Out-of-Hospital Cardiac Arrest

Lars Wik, MD, PhD
Jo Kramer-Johansen, MD
Helge Myklebust, BEng
Hallstein Sorebo, MD
Leif Svensson, MD
Bob Fellows, MD
Petter Andreas Steen, MD, PhD

SINCE THE FIRST STANDARDS AND guidelines for cardiopulmonary resuscitation (CPR) were published 30 years ago1 (with the latest update in 20002,3) health care professionals in and out of the hospital have been trained accordingly around the world. The importance of CPR, defined as chest compressions and ventilation, for survival of cardiac arrest patients has been demonstrated,4 and there are indications that the quality of CPR performance influences the outcome.5-7

When tested on mannequins, CPR quality performed by lay rescuers and health care professionals tends to deteriorate significantly within a few months after training.8-10 but little is known about the quality of clinical performance on patients. Aufferheide et al11 recently observed short periods with inappropriately high ventilation rates during advanced cardiac life support (ACLS), and van Alem et al12 found long pauses in CPR when first responders used automated external defibrillators.

We therefore studied the performance of paramedics and nurse anesthetists during out-of-hospital ACLS by continuously monitoring all chest compressions and ventilations during resuscitation episodes using online defibrillators modified to collect such data.

METHODS

Patient Inclusion and Recruitment
The study was approved by the regional ethics committees for Akershus, Norway, Stockholm, Sweden, and London, England. Informed consent for inclusion in the study was waived as decided by these committees in accordance with paragraph 26 in the Declaration of Helsinki.13 The study was a case series involving patients older than

Context Cardiopulmonary resuscitation (CPR) guidelines recommend target values for compressions, ventilations, and CPR-free intervals allowed for rhythm analysis and defibrillation. There is little information on adherence to these guidelines during advanced cardiac life support in the field.

Objective To measure the quality of out-of-hospital CPR performed by ambulance personnel, as measured by adherence to CPR guidelines.


Main Outcome Measure Adherence to international guidelines for CPR.

Results Chest compressions were not given 48% (95% CI, 45%-51%) of the time without spontaneous circulation; this percentage was 38% (95% CI, 36%-41%) when subtracting the time necessary for electrocardiographic analysis and defibrillation. Combining these data with a mean compression rate of 121/min (95% CI, 118-124/min) when compressions were given resulted in a mean compression rate of 64/min (95% CI, 61-67/min). Mean compression depth was 34 mm (95% CI, 33-35 mm), 28% (95% CI, 24%-32%) of the compressions had a depth of 38 mm to 51 mm (guidelines recommendation), and the compression part of the duty cycle was 42% (95% CI, 41%-42%). A mean of 11 (95% CI, 11-12) ventilations were given per minute. Sixty-one patients (35%) had return of spontaneous circulation, and 5 of 6 patients discharged alive from the hospital had normal neurological outcomes.

Conclusions In this study of CPR during out-of-hospital cardiac arrest, chest compressions were not delivered half of the time, and most compressions were too shallow. Electrocardiographic analysis and defibrillation accounted for only small parts of intervals without chest compressions.

JAMA. 2005;293:299-304 www.jama.com

©2005 American Medical Association. All rights reserved.
18 years with out-of-hospital cardiac arrest of all rhythms. Noncardiac causes of cardiac arrest were included. Patients with cardiac arrest occurring between March 2002 and October 2003 were included in the study.

**Equipment**

Prototype defibrillators based on Heartstart 4000 (Philips Medical Systems, Andover, Mass) were deployed in 6 ambulances in each of the 3 regions. These ambulances were chosen based on historically high rates of cardiac arrest at their sites. The defibrillators were fitted with an extra chest pad to be mounted on the lower part of the sternum with double adhesive tape. This chest pad was fitted with an accelerometer (ADXL202e, Analog Devices, Norwood, Mass) and a pressure sensor (22PCCFBG6, Honeywell International Inc, Morristown, NJ). The heel of the rescuer’s hand was placed on top of the chest pad and movement of the chest pad was considered equal to that of sternal movement during chest compressions. To avoid registering movements of the entire patient as chest compressions, only movements of the sternal chest pad with a parallel compression force greater than 2 kg were used in the automated analysis. A second accelerometer of the same kind was fitted within the defibrillator. Signals from this accelerometer were subtracted from signals from the chest pad accelerometer prior to depth calculation to compensate for possible vertical motion of the entire supporting surface. This technology has previously been reported to measure chest compression depth with an accuracy of ±1.6 mm.14

**Treatment Protocol**

All ambulances were staffed by paramedics; in Stockholm, the second rescue vehicle at the scene also included a nurse anesthetist. Immediately prior to the study period, all involved personnel underwent a refresher course in ACLS according to international CPR guidelines2,3 and in use of the modified defibrillator. In Akershus, a modification required that patients with ventricular fibrillation or pulseless ventricular tachycardia received 3 minutes of CPR before the first direct current shock and between unsuccessful series of 3 direct current shocks.15 Resuscitation was otherwise attempted in accordance with the guidelines.2,3 The defibrillators were used in manual mode in Akershus and in semiautomatic mode in the 2 other regions. The personnel were aware that we intended to study CPR performance and that the sternal pad recorded chest compressions. They were not informed that a primary focus was duration of time CPR was performed.

**Data Collection and Processing**

Data from each resuscitation episode were collected in 2 data cards; 1 standard card collected electrocardiographic signals, time, and events, and a second card fitted specially for this study recorded signals from the extra chest pad and thoracic impedance between the defibrillator pads as measured by applying a nearly constant sinusoidal current. After each CPR episode, all data were extracted and collected and the memory of the cards was cleared. One person at each site was responsible for this.

The raw data consisted of timeline and events, electrocardiographic signals, thoracic impedance, and values from the extra chest pad, all sampled at 500 Hz. For each episode, a copy of the ambulance record and other written documentation, including the Utstein format for out-of-hospital cardiac arrest,16 were collected. All data were collected on a designated server at the facilities of Laerdal Medical Corp, Stavanger, Norway, and Laerdal personnel preprocessed the data by filtering and down-sampling to 50 Hz to facilitate display of the data for annotation and review. A custom-made computer program designed for the study (Sister Studio, Laerdal Medical) was used to view and annotate each cardiac arrest case. A second standard computer program (CodeRunner Web Express, Philips Medical, Andover, Mass) was used in parallel to provide further details about electrocardiography. For each episode, the initial rhythm and each subsequent change in rhythm were annotated. Pulseless electrical activity was defined as QRS complexes without blood flow, indicated either by a clinically detected pulse or blood flow—induced changes in thoracic impedance. Impedance changes coincident with cardiac contractions and arterial pressure pulses have been validated with echocardiography and blood pressure measurements in pigs.5,7 In a pilot study, we found these changes to be in the range of 87 to 477 mΩ in 21 healthy volunteers, and an impedance amplitude of greater than 50 mΩ was used to indicate blood flow in the present study.

Spontaneous circulation was defined as QRS complexes with blood flow as indicated by the same factors. Time markers were set at the start of the first chest compression, 5 minutes thereafter, and at the end of the resuscitation episode, defined as discontinued monitoring or the end of treatment as judged from recordings and written information. The term time is used for time intervals in this article and time point for a specific point in time. The annotations were made by an experienced anesthesiologist with training and clinical practice in ACLS together with a research engineer with working knowledge of the Sister Studio program and the measurement systems.

Compressions were calculated by integrating the difference between the 2 accelerometers over a time window defined by the 2-kg threshold from the force transducer. Compression depth was characterized as appropriate for 38 to 51 mm (1.5–2 in),2,3 too deep, or too shallow. Incomplete compression release was annotated if the chest pad pressure did not fall below 4 kg at any time during the compression-decompression cycle. Duty cycle was defined as the percentage of time with downward movement of the chest pad divided by the total cycle time. For each time period, the actual number of compressions per minute as well as the rate during compression periods (defined as...
a period with <1.5 seconds between 2 compressions) were determined. No-flow time (NFT) was defined as total time minus the time with chest compressions or spontaneous circulation (NFT = time total − time compressions − time spontaneous circulation), and the ratio between NFT and the total time without spontaneous circulation was defined as the no-flow ratio (NFR) \( \text{NFR} = \frac{\text{NFT}}{\text{time total} - \text{time spontaneous circulation}} \). The NFT and NFR represent the total time during the resuscitation episode without cerebral and myocardial circulation.

According to the guidelines,\(^2^,^3\) chest compressions should not be given during rhythm analysis, defibrillator charging, shock delivery, and pulse checks. Adjusting the NFT by subtracting the time required for these procedures (\(\text{NFT}_{\text{adj}} = \text{NFT} - \text{time defibrillator} \)) thus indicates time without blood flow due to performance of the rescuer team without interfering with rhythm analysis, defibrillation attempts, or pulse checks. \(\text{Time}_{\text{defibrillator}}\) was determined for each episode. With the defibrillator in semi-automatic mode, actual recorded times from the defibrillator for automatic analysis, charging, and shock delivery were used. In manual mode, a maximum of 5 seconds was allowed for rhythm analysis. If an organized rhythm was present, palpation of pulse was allowed for a maximum of 10 seconds and included in \(\text{time}_{\text{defibrillator}}\) [\(\text{NFR}_{\text{adj}} = \text{NFT}_{\text{adj}} / (\text{time total} - \text{time spontaneous circulation}) \)].

The \(\text{NFT}_{\text{adj}}\) and \(\text{NFR}_{\text{adj}}\) represent the potential for reducing time without circulation without interfering with guidelines recommendations\(^1^,^3\) and are less than the unadjusted values, which include NFT, as recommended in the guidelines.

Ventilations were automatically detected by changes in thoracic impedance, filtered and corrected for compression and blood flow–related signals. Ventilation measurement by impedance has been reported in many studies since 1944\(^1^8\) and was recently validated for the use of defibrillator electrodes during cardiac arrest in pigs.\(^1^7\) A recent study using the present defibrillator setup in volunteers showed strong correlation between impedance and spirometer waveforms.\(^1^9\)

### Outcome Measure

The primary outcome measure was adherence to international guidelines for CPR. Target values for compression rate were 100/min to 120/min; for depth, 38 to 52 mm; and for ventilation rate, 10 ventilations for every 15 compressions before intubation and 10/min to 12/min after intubation.

### Statistical Analysis

All data from each resuscitation episode were collected and described using a spreadsheet program (Excel 2002, Microsoft Corp, Redmond, Wash) and a statistical analysis program (SPSS 12.0.1, SPSS Inc, Chicago, Ill). All statistical analyses were performed by J.K.-J. at the University of Oslo, Oslo, Norway. All numbers are given as mean (standard deviation) for the first 5 minutes after the start of recorded CPR and for the entire resuscitation episode. When variables had very skewed distributions, medians were used as the mid-point estimate and interquartile ranges as the variability measure. The results for the first 5 minutes of the resuscitation episode were analyzed vs the rest of the episode by a paired 2-sided \(t\) test, and 95% confidence intervals (CIs) are presented for these variables.

### RESULTS

The annual statistics and demographic data from the 3 emergency medical service systems are shown in **Table 1**. The outcomes according to initial rhythm for patients in this study are shown in **Table 2**.

Of the total 243 episodes correctly included, 67 were excluded because of incompleteness of data. The main reasons for exclusion were failure to apply the additional chest pad (35/67) and technical problems with the 2 data cards or the defibrillator pads (26/67). In 13 episodes, signal quality made ventilation count impossible; thus, ventilation data are reported for 163 episodes.

Compression data are summarized in **Table 3**. For the first 5 minutes and for the entire resuscitation episode, the

### Table 1. Demographic and Annual Resuscitation Data for the 3 EMS Systems Investigated

<table>
<thead>
<tr>
<th></th>
<th>Akershus</th>
<th>London</th>
<th>Stockholm</th>
<th>Total</th>
</tr>
</thead>
<tbody>
<tr>
<td>Resuscitation episodes, No.</td>
<td>66</td>
<td>54</td>
<td>56</td>
<td>176</td>
</tr>
<tr>
<td>Male, No. %</td>
<td>42 (65)</td>
<td>40 (76)</td>
<td>47 (84)</td>
<td>129 (74)</td>
</tr>
<tr>
<td>Age, mean (SD), y</td>
<td>68 (14)</td>
<td>65 (17)</td>
<td>70 (13)</td>
<td>68 (15)</td>
</tr>
<tr>
<td>Witnessed arrest, No. (%)</td>
<td>54 (82)</td>
<td>35 (66)</td>
<td>37 (69)</td>
<td>126 (73)</td>
</tr>
<tr>
<td>Bystander CPR, No. (%)†</td>
<td>30 (51)</td>
<td>13 (25)</td>
<td>18 (35)</td>
<td>61 (37)</td>
</tr>
<tr>
<td>Response time, mean (95% CI), min*</td>
<td>9 (7-10)</td>
<td>6 (6-10)</td>
<td>8 (7-9)</td>
<td>7 (7-8)</td>
</tr>
<tr>
<td>No. of shocks, median (95% CI)</td>
<td>2 (1-5)</td>
<td>1 (0-2)</td>
<td>2 (0-2)</td>
<td>1.5 (1-2)</td>
</tr>
<tr>
<td>Episodes with ≤1 shock, No. (%)</td>
<td>43 (65)</td>
<td>28 (52)</td>
<td>33 (59)</td>
<td>104 (59)</td>
</tr>
<tr>
<td>No. of shocks in episodes with ≤1 shock, median (95% CI)</td>
<td>5 (3-7)</td>
<td>6 (2-10)</td>
<td>4 (2-8)</td>
<td>5 (3-7)</td>
</tr>
</tbody>
</table>

Abbreviations: CI, confidence interval; CPR, cardiopulmonary resuscitation; EMS, emergency medical service. Ellipses indicate data not applicable.

*Twelve cases with ambulance-witnessed cardiac arrests were excluded.
†Response time was significantly shorter in London (\(P<.05\) by 1-way analysis of variance with Bonferroni correction for multiple comparisons).
‡The denominator for hospital discharge data is the total number of cardiac arrests with presumed cardiac origin for patients older than 18 years.
mean (SD) fractions of the time without CPR (NFR) were 49% (21%) and 48% (18%), respectively, and when subtracting the time necessary for analysis and defibrillation, the NFRsadj were 42% (10%) and 38% (17%), respectively. There was no difference in the mean NFR in the first 5 minutes vs during the rest of the episode (49%; 95% CI, 46%-52% vs 50%; 95% CI, 47%-54%; \( P = .58 \)), but there was a significant difference in NFRsadj (42%; 95% CI, 39%-45% vs 38%; 95% CI, 35%-41%; \( P = .004 \)).

For the first 5 minutes and for the entire resuscitation episode, mean (SD) compressions were 60/min (25/min) and 64/min (23/min), respectively, significantly lower during the first 5 minutes than during the rest of the episode (60/min; 95% CI, 57-64/min vs 65/min; 95% CI, 61-69/min; \( P = .02 \)). There were no significant differences with time for any other variables. For the first 5 minutes and for the entire resuscitation episode, mean (SD) chest compression rates were 120/min (20/min) and 121/min (18/min); mean (SD) compression depth was 35 mm (10 mm) and 34 mm (9 mm); the mean (SD) percentages of compressions with a depth between 38 and 51 mm were 27% (30%) and 28% (25%); and the mean (SD) percentages of inappropiately shallow compressions were 59% (37%) and 62% (33%). The compression parts of the duty cycle were 41% (5%) and 42% (4%). Incomplete release occurred after a median (interquartile range) of 0% (0%-1%) and 0% (0%-2%) of the compressions. During the first 5 minutes, there was no occurrence of incomplete release of compressions in 101 of 173 episodes (58%), and in only 16 episodes, more than 10% of the compressions had incomplete release. Mean (SD) ventilations were 8/min (4.6/min) and 11/min (4.7/min) for the first 5 minutes and for the entire episode, respectively (Table 3).

A total of 61 patients (35%) achieved return of spontaneous circulation, 34 (19%) were admitted to the hospital, and 6 (3%) were discharged from the hospital. Five of 6 patients who survived to hospital discharge had nearly normal neurological function (Table 2). Survival according to CPR quality indicators for patients with ventricular fibrillation as initial rhythm are presented in Table 4.

### Table 2. Outcomes According to Initial Cardiac Rhythm for All Causes of Cardiac Arrest

<table>
<thead>
<tr>
<th>Initial Cardiac Rhythm</th>
<th>All (n = 243)</th>
<th>Usable (n = 176)</th>
<th>ROSC†</th>
<th>Admitted Alive ‡</th>
<th>Discharged Alive ‡‡</th>
</tr>
</thead>
<tbody>
<tr>
<td>VF</td>
<td>98 (40)</td>
<td>75 (43)</td>
<td>31 (41)</td>
<td>19 (25)</td>
<td>6 (8)</td>
</tr>
<tr>
<td>Asystole</td>
<td>91 (37)</td>
<td>64 (36)</td>
<td>15 (23)</td>
<td>8 (13)</td>
<td>0</td>
</tr>
<tr>
<td>PEA</td>
<td>54 (22)</td>
<td>37 (21)</td>
<td>15 (41)</td>
<td>7 (19)</td>
<td>0</td>
</tr>
<tr>
<td>Total</td>
<td>243 (100)</td>
<td>176 (100)</td>
<td>61 (35)</td>
<td>34 (19)</td>
<td>6 (3)</td>
</tr>
</tbody>
</table>

Abbreviations: PEA, pulseless electric activity; ROSC, return of spontaneous circulation; VF, ventricular fibrillation.

†Five of 6 patients discharged alive had nearly normal neurological function (Cerebral Performance Category [CPC] 1: conscious, alert, normal cerebral function), and 1 was awake and oriented but reliant on others for activities of daily living (CPC 3: conscious, at least limited cognition, dependent on others for daily support).

‡Denominators for percentages shown in these columns are the 75, 64, 37, and 176 patients with usable data for VF, asystole, PEA, and total, respectively.

### Table 3. Performance of CPR During the First 5 Minutes and Entire Episode of CPR

<table>
<thead>
<tr>
<th>No flow (n = 176)</th>
<th>First 5 Minutes of CPR</th>
<th>Entire Episode of CPR</th>
</tr>
</thead>
<tbody>
<tr>
<td>NFR, %</td>
<td>49 (21)</td>
<td>48 (18)</td>
</tr>
<tr>
<td>NFRadj, %</td>
<td>42 (19)</td>
<td>38 (17)</td>
</tr>
<tr>
<td>Compression, %</td>
<td>Compressions/min</td>
<td></td>
</tr>
<tr>
<td></td>
<td>60 (25)</td>
<td>64 (23)</td>
</tr>
<tr>
<td>Compression rate, /min</td>
<td>120 (20)</td>
<td>121 (18)</td>
</tr>
<tr>
<td>Depth per episode, mm</td>
<td>35 (10)</td>
<td>34 (9)</td>
</tr>
<tr>
<td>38-51 mm with complete release</td>
<td>27 (30)</td>
<td>28 (25)</td>
</tr>
<tr>
<td>Too deep (&gt;51 mm), median (IQR)</td>
<td>0 (0-3)</td>
<td>0 (0-5)</td>
</tr>
<tr>
<td>Too shallow (&lt;38 mm)</td>
<td>59 (37)</td>
<td>62 (33)</td>
</tr>
<tr>
<td>Incomplete release, median (IQR), %</td>
<td>0 (0-1)</td>
<td>0 (0-2)</td>
</tr>
<tr>
<td>Duty cycle, %</td>
<td>41 (6)</td>
<td>42 (4)</td>
</tr>
<tr>
<td>Ventilation (n = 163)</td>
<td>8 (4.6)</td>
<td>11 (4.7)</td>
</tr>
</tbody>
</table>

Abbreviations: CPR, cardiopulmonary resuscitation; IQR, interquartile range; NFR, no-flow ratio, the time without CPR as a percentage of the time without spontaneous circulation; NFRadj, no-flow ratio, adjusted by subtracting time allowed for electrocardiographic analysis, possible defibrillation, and required pulse checks in the numerator.

### Table 4. Quality of CPR Performance During the First 5 Minutes of CPR by Survival to Hospital Discharge for Patients With Ventricular Fibrillation as Initial Rhythm (n = 75)

<table>
<thead>
<tr>
<th>Discharged Alive, Mean (95% Confidence Interval)</th>
<th>No (n = 69)</th>
<th>Yes (n = 6)</th>
<th>( P ) Value</th>
</tr>
</thead>
<tbody>
<tr>
<td>NFR, %</td>
<td>49 (44-55)</td>
<td>40 (20-61)</td>
<td>.34</td>
</tr>
<tr>
<td>NFRadj, %</td>
<td>40 (35-44)</td>
<td>32 (11-53)</td>
<td>.35</td>
</tr>
<tr>
<td>Depth of compressions, mm</td>
<td>38 (35-41)</td>
<td>38 (25-52)</td>
<td>.89</td>
</tr>
<tr>
<td>Ventilations/min</td>
<td>9 (7-10)</td>
<td>8 (5-12)</td>
<td>.94</td>
</tr>
</tbody>
</table>

Abbreviations: CPR, cardiopulmonary resuscitation; NFR, no-flow ratio, the time without CPR as a percentage of the time without spontaneous circulation; NFRadj, no-flow ratio, adjusted by subtracting time allowed for electrocardiographic analysis, possible defibrillation, and required pulse checks in the numerator.

### COMMENT

In this study of 176 adults with out-of-hospital cardiac arrest, chest compressions were given only half of the available time during these resuscitation events. Van Alem et al reported that police and firefighters performed CPR a mean (SD) of only 45% (15%) of the duration during a median of 5 min-
UTES OF RESUSCITATION BEFORE AMBULANCE PERSONNEL TOOK OVER. IN THAT STUDY, TWO THIRDS OF THE TIME WITHOUT CPR COULD BE EXPLAINED BY PROGRAMMED INTERRUPTIONS FROM AUTOMATED DEFIBRILLATORS. IN OUR PRESENT STUDY, CPR WAS PERFORMED BY PARAMEDICS AND NURSE ANESTHETISTS, AND ONLY 15% TO 20% OF THE TIME WITHOUT CPR COULD BE ATTRIBUTED TO DEFIBRILLATOR USE AND REQUIRED PULSE CHECKS. THE PERIODS WITHOUT CHEST COMPRESSIONS AND THE RELATIVELY SHALLOW COMPRESSIONS ARE NOT EASILY EXPLAINED BY FOCUS ON OTHER TASKS SUCH AS INTUBATION OR PLACEMENT OF AN INTRAVENOUS CANNULA. THESE INTERVENTIONS SHOULD OCCUR DURING THE INITIAL MINUTES OF ACLS, AND THERE WERE ONLY SMALL DIFFERENCES IN THE RESULTS FOR THE FIRST 5 MINUTES AND THE REST OF THE EPISODES.

ONLY GOOD-QUALITY CPR IMPROVED THE CHANCE OF SURVIVAL IN 3 STUDIES OF CARDIAC ARREST PATIENTS. CHEST COMPRESSIONS APPEAR TO BE THE MOST IMPORTANT FACTOR, BOTH IN HUMANS AND ANIMAL STUDIES, AND EVEN SHORT 4-TO 5-SECOND INTERRUPTIONS IN CHEST COMPRESSIONS DECREASE CORONARY PERFUSION PRESSURE. IN ADDITION TO PERIODS WITHOUT CHEST COMPRESSIONS, MORE THAN HALF OF CHEST COMPRESSIONS GIVEN IN THE PRESENT STUDY WERE TOO SHALLOW, INDICATING LESS-THAN-OPTIMAL CIRCULATORY EFFECT OF THE CPR GIVEN. ARTERIAL BLOOD PRESSURE INCREASES WITH INCREASING COMPRESSION FORCE IN HUMANS, AND CORONARY BLOOD FLOW INCREASES WITH INCREASING COMPRESSION DEPTH FROM 38 MM TO 64 MM IN LARGE PIGS. MOST COMPRESSIONS IN THE PRESENT STUDY WERE LESS THAN THE RECOMMENDED DEPTH. THIS IS IN CONTRAST TO MANNEQUIN STUDIES OF PROFESSIONAL RESCUERS, IN WHICH 30% TO 50% OF THE COMPRESSIONS WERE TOO DEEP.

IN ADDITION TO COMPRESSION DEPTH, BLOOD FLOW IS DEPENDENT ON COMPRESSION RATE, COMPRESSION/DECOMPRESSION RATIO, AND LOW INTRATHORACIC PRESSURE IN THE DECOMPRESSION PHASE, AVOIDING “LEANING” ON THE CHEST BY THE RESCUER. IN CANINE AND SWINE MODELS, HIGHEST BLOOD FLOWS ARE REPORTED WITH CHEST COMPRESSION RATES OF 90/MIN TO 120/MIN, LEADING TO THE GUIDELINES RECOMMENDATION OF 100/MIN. MEAN COMPRESSION RATE TENDED TO BE TOO HIGH IN THE PRESENT STUDY, WHICH MIGHT DECREASE CARDIAC OUTPUT BECAUSE OF INSUFFICIENT TIME FOR VENOUS RETURN TO THE HEART DURING THE DECOMPRESSION PERIODS. “LEANING” ON THE CHEST WALL DURING COMPRESSIONS WAS NOT A SERIOUS PROBLEM, ALTHOUGH WE CANNOT EXCLUDE THAT PRESSURES LOWER THAN THE 4 KG USED TO DEFINE LEANING IN THE PRESENT STUDY COULD HAVE AN UNWANTED EFFECT. THE COMPRESSION/DECOMPRESSION RATIO WAS SATISFACTORY, WITH 41% TO 42% COMPRESS TIME. THE MAIN PROBLEMS WERE THE LONG PERIODS WITHOUT ANY CHEST COMPRESSIONS AND THE SHALLOW COMPRESSION DEPTH.

WE DID NOT FIND ABNORMALLY HIGH VENTILATION RATES, ALTHOUGH WE RECORDED THE RATE AVERAGE OVER A MINIMUM OF 5 MINUTES. IN CONTRAST, AUFTERHEIDE ET AL. REPORTED AVERAGE VENTILATION RATES OF 30/MIN (3/MIN) WITH MAXIMAL RATES DURING ANY 16-SECOND PERIOD. IN ANIMAL MODELS, VENTILATORY RATES OF 30/MIN VS 12/MIN DECREASED CORONARY PERFUSION PRESSURE AND ALSO APPEARS TO DECREASE SURVIVAL IF SUSTAINED FOR 4 MINUTES.

TRAINING PROGRAMS FOR CPR HAVE BEEN IMPLEMENTED WORLDWIDE DURING THE LAST 4 DECADES FOLLOWING GUIDELINES FROM THE AMERICAN HEART ASSOCIATION AND THE EUROPEAN RESUSCITATION COUNCIL. THESE PROGRAMS SPECIFY CRITERIA FOR CORRECT PERFORMANCE OF CPR, BUT NEITHER THE EFFECTS OF SUCH TRAINING PROGRAMS ON CLINICAL CPR NOR THE EFFECTS OF SPECIFIC CRITERIA OR OVERALL QUALITY OF ACLS ON PATIENT SURVIVAL HAVE BEEN CLINICALLY DOCUMENTED. THE PRESENT STUDY WAS NOT POWERED TO EVALUATE THE EFFECTS OF QUALITY OF CPR IN A PROPER MULTIVARIATE ANALYSIS WITH OTHER FACTORS KNOWN TO INFLUENCE SURVIVAL, SUCH AS INITIAL RHYTHM. A CRUDE COMPARISON BETWEEN SURVIVORS AND NONSURVIVORS WITH VENTRICULAR FIBRILLATION AS INITIAL RHYTHM SHOWED A TENDENCY TOWARD RELATIVELY LESS TIME WITHOUT CHEST COMPRESSIONS AMONG SURVIVORS, WITH NO DIFFERENCE IN COMPRESSION DEPTH OR VENTILATION RATE (TABLE 4).

ALL PARAMEDICS AND NURSE ANESTHETISTS IN THE PRESENT STUDY HAD PREVIOUS ACLS TRAINING WITH REGULAR RETRAINING, AND ALL UNDERWENT A REFRESHER COURSE IMMEDIATELY PRIOR TO STUDY INITIATION. SOME OF THE DEVIATIONS FROM THE INTERNATIONAL 2000 GUIDELINES COULD BE DUE TO LACK OF KNOWLEDGE RETENTION, AS MOST STUDIES HAVE REPORTED DETERIORATION IN THE PERFORMANCE OF CPR WITHIN A FEW MONTHS AFTER A COURSE. THE FAILURE TO PERFORM CHEST COMPRESSIONS HALF THE AVAILABLE TIME HAS NOT BEEN REPORTED IN SUCH STUDIES, BUT THEY ARE ALL IN MANNEQUINS NOT IN PATIENTS. IT IS POSSIBLE THAT THE HIGHLY COMPLEX PHYSICAL AND MENTAL SITUATION OF TREATING A PATIENT WITH CARDIAC ARREST IS TOO DIFFERENT FROM THE TRAINING SITUATION ON MANNEQUINS, MAKING THE PERFORMANCE DRAMATICALLY DIFFERENT AND POSSIBLY LESS EFFICIENT. BASED ON THIS, THE EXTRAPOLATION FROM MANNEQUIN PERFORMANCE CAN BE QUESTIONED, AND AS A RECENT INTERNATIONAL CONSENSUS DOCUMENT STATES, THERE IS AN URGENT NEED TO PROMOTE BETTER CPR AND IMPROVE THE WAY CPR IS TAUGHT.

WHATEVER THE REASON, THE RESUSCITATION PERFORMANCE WE MEASURED WAS DRAMATICALLY DIFFERENT FROM THAT RECOMMENDED IN THE ACLS GUIDELINES. IT IS TEMPTING TO QUESTION THE FOCUS ON AND THE IMPORTANCE OF DETAILS SUCH AS VENTILATION/COMPRESSION RATIOS OF 1:5 OR 2:15 OR BI-PHASIC VS MONOPHASIC DEFIBRILLATORS IN OUR EFFORTS TO ADJUST EVIDENCE-BASED CPR GUIDELINES, IF THE PERFORMANCE OF VITAL SKILLS IS SO FAR FROM THE GUIDELINES RECOMMENDATIONS.

WHETHER SOME OF THESE DEFICIENCIES CAN BE IMPROVED BY SPECIFIC FOCUS DURING TRAINING NEEDS ATTENTION. THROUGH BETTER UNDERSTANDING OF THE MISTAKES MADE IN A REAL-LIFE CARDIAC ARREST SITUATION, TRAINING COURSES MIGHT BE DESIGNED TO FOCUS ON THESE ASPECTS. ANOTHER APPROACH WOULD BE TO DEVELOP ONLINE TOOLS THAT PROMPT THE RESCUER TO IMPROVED PERFORMANCE. AUDIOTAPE INSTRUCTIONS ON CHEST COMPRESSION RATE HAVE BEEN REPORTED TO IMPROVE THE COMPRESSION RATE DURING CARDIAC ARREST IN PATIENTS. IN MANNEQUIN STUDIES, AUDIO FEEDBACK BASED ON CONTINUOUS ONLINE AUTOMATED EVALUATION DRAMATICALLY IMPROVED CPR PERFORMANCE WITHIN THE FIRST 3 MINUTES.
According to the international consensus, the ideal would be to have identically configured aids during both training and resuscitation attempts. 31
If our study represents how CPR is delivered during resuscitation from out-of-hospital cardiac arrest in other communities, there is a great opportunity to improve CPR quality and, hopefully, patient survival by focusing on delivery of chest compressions of correct depth and rate, with minimal “hands-off” periods.

Author Contributions: Drs Wik, Kramer-Johansen, and Steen had full access to all of the data in the study and take responsibility for the integrity of the data and the accuracy of the data analysis.

Study concept and design: Wik, Kramer-Johansen, Myklebust, Steen.

Acquisition of data: Kramer-Johansen, Myklebust, Sørebe, Svensson, Fellows.

Analysis and interpretation of data: Wik, Kramer-Johansen, Myklebust, Svensson, Steen.

Drafting of the manuscript: Wik, Kramer-Johansen, Myklebust, Steen.

Critical revision of the manuscript for important intellectual content: Wik, Kramer-Johansen, Myklebust, Sørebe, Svensson, Fellows, Steen.

Statistical expertise: Kramer-Johansen.

Obtained funding: Myklebust, Svensson, Steen.

Administrative, technical, or material support: Wik, Myklebust, Svensson, Fellows, Steen.

Study supervision: Wik, Myklebust, Sørebe, Svensson, Fellows, Steen.

Funding/Support and Role of Sponsors: Laerdal Medical Corp (Stavanger, Norway) supplied defibrillators, the custom-made computer program used for viewing and annotating the data, and the server used. Laerdal paid the salaries for Mr Myklebust and other of their personnel who preprocessed the data by filtering and down-sampling to 50 Hz. Laerdal paid for 40 hours of instructor time for refresher ACLS courses in Stockholm, Sweden, for overtime required for data handling at study sites, and for all travel to study sites and investigator meetings. All other funding was obtained from the following independent foundations: Norwegian Air Ambulance Foundation, Laerdal Foundation for Acute Medicine, and Jarhe Foundation. As stated in the protocol, Laerdal Medical could not influence manuscript submission (their employee, Mr Myklebust, could have withdrawn as an author). Except as stated herein, the sponsors played no role in the design and conduct of the study, in the collection, analysis, and interpretation of the data, or in the preparation, review, or approval of the manuscript.

Acknowledgment: We thank all of the paramedics and nurses who performed CPR for their contribution to this study. In addition, the following CPR instructors were of exceptional value: Jan Ottem, Lars Didrik Flinthor, Helena Borovicky, RN, Lars Safsten, RN, Andrew Nord, and Allan Bromley. We also thank Ståle Freyer, Mette Stavland, Linn Somme, and Geir Inge Tellnes for their important technical help. Finally, we thank our US collaborators, Lance Becker, MD, and Ben Abella, MD, MPH, for their input during the planning and performance of our study.

REFERENCES


